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Cardiorespiratory monitoring is crucial for the diagnosis and management of multiple conditions such 
as stress and sleep disorders. Therefore, the development of ambulatory systems providing continuous, 
comfortable, and inexpensive means for monitoring represents an important research topic. Several 
techniques have been proposed in the literature to derive respiratory information from the ECG signal. 
Ten methods to compute single-lead ECG-derived respiration (EDR) were compared under multiple 
conditions, including different recording systems, baseline wander, normal and abnormal breathing 
patterns, changes in breathing rate, noise, and artifacts. Respiratory rates, wave morphology, and 
cardiorespiratory information were derived from the ECG and compared to those extracted from a 
reference respiratory signal. Three datasets were considered for analysis, involving a total 59 482 one-
min, single-lead ECG segments recorded from 156 subjects. The results indicate that the methods based 
on QRS slopes outperform the other methods. This result is particularly interesting since simplicity is 
crucial for the development of ECG-based ambulatory systems.
Continuous monitoring of respiration plays a key role in the detection and management of different conditions, 
such as stress1,2 and sleep disorders3,4. Biomarkers like respiratory rate, breathing phases, and tidal volume are 
relevant for the detection of mental stress1, anxiety2, and sleep apnea events5,6. In addition, the coupling between 
respiration and heart rate has been used as a biomarker for the aforementioned conditions7,8 as well as for the 
understanding of the interactions between the cardiac and respiratory systems9.
Despite the importance of monitoring respiration, its recording requires the use of invasive and intrusive 
sensors like thermistors, spirometers, and respiratory belts. Even though these sensors are regularly used, for 
instance during polysomnographic recordings, their use in ambulatory systems is very limited since they not only 
interfere with natural breathing, but are often associated with high costs and low comfort. Different studies have 
shown that the respiratory rate, and even the respiratory wave morphology, can be approximated by ECG-derived 
respiration (EDR)5,10–20. The derived signal is defined by certain morphological properties of the ECG particularly 
influenced by respiration. This influence can be explained by the respiratory-induced chest movements that cause 
changes in the position of the electrodes relative to the cardiac vector21. Moreover, the filling and emptying of the 
lungs cause changes in the electrical impedance of the chest. As a result, the morphology of the ECG is modulated 
by respiration.
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Different methods to compute the EDR have been proposed in the literature. Here, methods based on the 
single-lead ECG will be investigated, as such methods are commonly used in ambulatory monitoring systems. 
One type of method tracks changes in either R- and S-wave amplitude10 or the difference in R-S amplitude22. 
Changes in R-wave amplitude have been used for the detection of sleep apnea6. Another method explores the area 
of the QRS complexes5,10, also called R-wave area23, which has been used for detection of sleep apnea24,25 and for 
extraction of respiratory information from conductive textile electrodes26. Yet another type of method extracts 
the EDR from changes in the slopes and angles of the QRS complexes13,27, having been evaluated for respiratory 
rate estimation under noisy and nonstationary conditions, but not for wave morphology approximation. In14, 
the EDR was defined by the largest decrease of the 4th central moment of the ECG in segments between R- and 
S-waves; this method was evaluated for respiratory rate estimation only28. More advanced methods extract mor-
phological information from the whole QRS complexes using either principal component analysis (PCA)11 or 
its kernel version12. Other decomposition techniques such as the discrete wavelet transform15, empirical mode 
decomposition16, variational mode extraction18, and variable-frequency complex demodulation29 have also been 
used for this task. These methods require either the definition of certain frequency bands or the estimation of 
central frequencies of the respiration which is often impractical, for instance, in pathological breathing (e.g. sleep 
apnea)30 or during periods of stress or relaxation, where subjects can breathe at frequencies outside the standard-
ized bands31. Modeling approaches based on Gaussian process assumptions and phase space reconstruction have 
been recently proposed in32. These approaches either assume statistical independence between the ECG compo-
nents (in the case of the Gaussian process), or require the definition of a time delay and an embedding dimension 
(in the case of the phase space reconstruction). Other methods extract the respiratory information from the heart 
rate variability (HRV) signal33. Such algorithms are based on the high frequency component of the HRV signal, 
which is known to be affected not only by respiration but also other factors such as age, physical activity, stress 
level, and hormones31. In addition, they assume that the respiratory modulation of HRV is always present and 
often constant, which is not always the case. The modulation can sometimes overlap with either sympathetic or 
other vagal influences unrelated to respiration8,34.
Different studies have compared the performance of EDR-based respiratory rate estimation under differ-
ent conditions, see e.g.13,27,28. However, little attention has been paid to the estimation of wave morphology and 
cardiorespiratory parameters5,6,11,12,23,28,35. Information on wave morphology can be used to detect breathing 
phases, which in turn can be used for the estimation of tidal volume during exercise35. Breathing phases and 
breathing patterns have also been identified as important biomarkers in heart failure36, schizophrenia28, and sleep 
apnea5,6,37,38. Additionally, wave morphology is required for determining cardiorespiratory phase synchronization 
and time delay stability9,39. These forms of coupling, together with the respiratory sinus arrythmia, are used to 
quantify the interactions between respiration and heart rate variability7–9.
Few studies have compared different EDR methods for the detection of sleep apnea. In38, three EDR methods 
were compared and used to extract time and frequency domain parameters. In40, two EDR methods were com-
pared under a controlled experiment consisting of different postural positions, and during sleep apnea, and in41 
the QRS area was studied for sleep apnea combined with respiratory myogram interference. These studies con-
cluded that high linear correlation exists between the respiratory effort, recorded around the chest, and the EDR 
signal extracted from the R-wave amplitude.
The present work evaluates 10 different EDR methods presented in literature, operating in different recording 
settings and different physiological conditions for the estimation of respiratory rate, respiratory wave morphol-
ogy, and cardiorespiratory interactions. The methods are suitable for use in single-lead ECG applications, and 
their computational complexity is low. The performance is investigated in the presence of noise, nonstationarities 
(e.g. while speaking), baseline wander, normal and pathological breathing, and changes in respiratory rate. Three 
datasets recorded under different circumstances were used, namely in an ambulatory setting, an experimental 
setting with relaxed conditions, and a hospital environment.
The remainder of this paper is organized as follows. Section 1 describes the datasets, the EDR methods, and 
the performance measures. Section 2 presents and compares the results for each EDR and each dataset. The 
results are then discussed in Section 3 and conclusions are presented in Section 4.
Materials and Methods
Datasets. The EDR signals under investigation were obtained from three different datasets: two publicly 
available in Physionet42 and one collected in the sleep laboratory of the Universitaire Ziekenhuizen Leuven, UZ 
Leuven, Belgium, as part of the OSA+ project.
Drivers dataset. This dataset, officially called Stress Recognition in Automobile Drivers, was recorded from 16 
healthy volunteers while driving a car in Boston, Massachusetts, USA43. Single-lead ECG (lead II) and respira-
tory effort around the thorax were recorded with sampling rates of 486 Hz and 31 Hz, respectively. The duration 
ranged between 53 and 92 min (77 ± 11 min). During the first and last 15 min of each recording, the subjects 
were asked to close their eyes and relax with the car in idle. After the first set of 15 min, the subjects drove through 
quiet and busy streets for about 25 to 60 min.
Fantasia dataset. This dataset consists of ECG and respiratory effort signals collected from 40 healthy volunteers 
at rest, while watching the movie Fantasia (Disney, 1940)44. Volunteers belonged to two groups: 20 young subjects 
aged between 21 and 34 years, and 20 elderly subjects aged between 68 and 85 years. Single-lead ECG (lead II) and 
respiratory effort around the thorax were recorded with a sampling rate of 250 Hz. The duration of the recordings 
ranged from 66 to 156 min (118 ± 11 min).
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Sleep dataset. Single-lead ECG (lead II) and three different respiratory signals were recorded from 100 patients 
undergoing polysomnography (PSG). The respiratory signals measure respiratory effort around the thorax and 
abdomen, recorded using respiratory inductance plethysmography. The nasal airflow was recorded using a pres-
sure sensor. Respiratory and ECG signals were both sampled at a rate of 500 Hz and their duration ranged from 
260 to 690 min (541 ± 56 min). Data acquisition was carried out in accordance with the recommendations of 
the UZ Leuven, Commissie Medische Ethiek. The protocol was approved by the Commissie Medische Ethiek UZ 
Leuven (ML7962). All subjects gave written informed consent in accordance with the Declaration of Helsinki.
All patients suffered from moderate to severe sleep apnea-hypopnea syndrome, with an apnea-hypopnea 
index (AHI) larger than 15. The sleep apnea events were annotated by sleep specialists at the UZ Leuven using the 
AASM 2012 scoring rules30. The annotations define relative and absolute time of an event, its duration, and type 
of respiratory event, i.e., obstructive apnea (OSA); central apnea (CEN); obstructive hypopnea (OSH); hypopnea 
(HPA); and mixed apnea (MIX).
Pre-processing. ECG. The ECG signals were first normalized by subtracting the mean and dividing by the 
standard deviation (i.e., the standard score) and then segmented into minutes, with the segments indexed by k, 
with k = 1, …, K and K the total number of signal segments. In total, 1218, 4711, and 53553 min were collected 
for the Drivers, Fantasia, and Sleep datasets, respectively. Then, a signal quality index (SQI), denoted q(k), was 
computed to quantify the presence of artifacts and noise, using the algorithm proposed in45. The SQI ranges from 
0 to 100, where higher values correspond to better signal quality. Segments with q(k) > 80 are considered of high 
quality. Baseline wander was removed from the ECG using a forward/backward, fourth-order Butterworth high-
pass filter with cutoff frequency at 0.5 Hz. The reason for using this filter relies on the results presented in46, where 
it was identified as one of the most accurate methods and yet simple to implement.
R-peaks were detected using the algorithm described in47. Missing beats and false alarms were corrected using 
the RR interval adjustment algorithm described in5. The corrected RR intervals were then used to construct the 
tachogram, resampled to 5 Hz using cubic spline interpolation.
Since the performance of the EDR methods depends on accurate QRS detection, a procedure was imple-
mented to automatically identify aberrant QRS morphologies that might have remained after the RR interval 
correction. These undesired complexes might still be present in the data due to abnormal or aberrant morphology 
not detected by the RR interval adjustment, which focuses on rhythm abnormalities. First, each QRS complex was 
segmented using a window of 60 ms before and after the R-peak, see Fig. 1(a). Then, the mean of each QRS com-
plex was subtracted and its variance computed. This resulted in a time series {σ2(1), σ2(2), …, σ2(L)} (Fig. 1(b)), 
where L is the number of QRS complexes in the segment. The 25th (Q1) and 75th (Q3) percentiles and the inter-
quartile range (IQR) were then computed and the lower (Ql) and upper (Qu) limits of accepted QRS variance 
were defined as Ql = Q1 − 2.5 ⋅ IQR and Qu = Q3 + 2.5 ⋅ IQR. Only QRS complexes fulfilling Ql < σ2(i) < Qu 
were accepted for further analysis. Figures 1(c,d) illustrate QRS complexes accepted and excluded from further 
analysis, respectively. Note that this procedure is specifically developed for ensembles with beats of the same 
morphology, where noisy or abnormal beats are in minority. This means that arrhythmias such as bigeminy will 
not be handled by this procedure.
Respiration. All respiratory signals were segmented into minutes and downsampled to 5 Hz following antial-
iasing filtering. Then, forward/backward filtering using a fourth-order Butterworth bandpass filter with cutoff 
frequencies at 0.05 Hz and 1 Hz was applied. The spectral properties of each segment were used to determine 
whether the estimation of the respiratory signal and derived parameters deteriorates with more complex res-
piratory patterns. Therefore, the estimation errors obtained for respiratory signals with a single fundamental 
frequency were compared to those obtained for more irregular and abnormal respiratory patterns. The spectral 
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Figure 1. Identification of erroneously detected and abnormal QRS complexes. (a) QRS complexes centered 
around the R-wave. (b) QRS variance and the upper (Qu) and lower (Ql) acceptance limits indicated by the 
dashed lines. Complexes with variance outside these limits were removed from the analysis (c). a.u. stands for 
arbitrary units.
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properties were characterized using two indices. The first index describes the bandwidth of the respiratory sig-
nal, calculated as the width of the frequency band containing 90% of the total power. The power spectral density 
(PSD) was obtained using Welch’s method with a Hamming window of 30 s, an overlap of 20 s, and 1024 points. 
The bandwidth, denoted b(k), is used to differentiate narrow- and broadband respiratory signals. For instance, 
respiratory signals during periods of relaxation or deep sleep (without the presence of apneas) are characterized 
by narrow PSDs with a clear respiratory rate, see Fig. 2, where segments during (a) deep sleep, (b) apnea, and (c) 
driving are exemplified. The segments in Fig. 2(b,c) are characterized by broadband spectra, either due to the 
presence of artifacts (e.g. during driving) or physiological events like apnea.
The second index is given by the number of modes (i.e. local maxima), denoted m(k), in the PSD within b(k). 
As shown in Fig. 2, b(k) is larger during both apnea and driving than during deep sleep, however, these patterns 
can be further differentiated by m(k). Therefore, both b(k) and m(k) are proposed as indicators of respiratory 
patterns, used for splitting the respiratory signals according to their spectral properties. Figure 2(d) shows the 
distribution of these indices for the different datasets.
Following pre-processing, each 1-min segment of data consisted of: 
•	 ECG signal
•	 RR interval tachogram
•	 Respiratory effort around thorax, denoted r n( )th
k( ) , with n = 1, …, N and N the length of the segment, where 
N = 300 for a sampling frequency of 5 Hz.
•	 Respiratory effort around abdomen, denoted r n( )ab
k( )  — only computed for the Sleep dataset
•	 Nasal airflow, denoted r n( )na
k( )  — only computed for the Sleep dataset
•	 ECG signal quality, q(k)
•	 Bandwidth of the reference respiratory signal, b(k)
•	 Modes in the PSD of the reference respiratory signal, m(k)
eDR methods. The following 10 EDR signals are studied, obtained from the accepted QRS complexes 
indexed by i:
R-wave amplitude (r i( )r ) is simply defined by the R-wave amplitude.
R-to-S-wave (r i( )rs ) is defined by the difference between the R- and the S-wave amplitudes. The latter is calcu-
lated as the minimum amplitude in a 80-ms window after the R-wave22.
Principal component analysis (
r i( )p ) accounts for the global variation in amplitude of the QRS samples11. The 
QRS complex is segmented using a symmetric 120-ms window centered around the R-wave, after which all QRSs 
are organized as rows in a matrix to which principal component analysis (PCA) is applied. The first principal 
component of the matrix is used as EDR signal.
Kernel principal component analysis (r i( )k ) is the kernel version of PCA (kPCA). This method first maps the 
QRS matrix, computed as for 
r i( )p  and contained in the input space, into a higher dimensional space by means of 
Figure 2. Examples of respiratory segments with different spectral characteristics during deep sleep (a), apnea 
(b), and driving (c). The PSD of each segment is displayed at the bottom, and the shaded area indicate the 
bandwidth b(k). The number of modes m(k) is also indicated. a.u. stands for arbitrary units. The distribution of 
b(k) (top) and m(k) (bottom) for all datasets are indicated in (d).
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a kernel function. The classical PCA is then performed on the transformed dataset, and the first principal compo-
nent is mapped back to the input space and taken as the EDR signal12.
Q-R slope (
r i( )up ) uses the upward slope of the R-wave as the EDR signal13. A straight line is fitted to the sam-
ples in an 8-ms window centered around the sample with the steepest upward slope. The slope is then used as the 
EDR signal.
R-S slope (r i( )dw ) is identical to that of the Q-R slope except that it uses the window centered around the sample 
with the steepest downward slope13. It is important to keep in mind that r i( )rs , r i( )dw , and r i( )up  strongly depend on 
the ECG lead analyzed, since QRS complexes with prominent R-waves and clear Q- and S-waves are required.
R-wave angle (r i( )θ ) is estimated from the QRS slopes (r i( )up  and r i( )dw ), and taken as the EDR signal13.
QRS slope range (r i( )sr ) is defined by the difference between the maximum and the minimum slopes in the QRS 
complex27, computed from the first derivative in a symmetric window of 100-ms centered around the R-wave.
Central moment (r i( )cm ) is defined by the 4-th order central moment of the bandpass filtered (0.5–45 Hz) ECG 
signal in the RS interval14.
QRS area (r i( )a ) is defined by the area of the QRS complex10.
The EDR signals, sampled at the R-wave positions, were resampled to 5 Hz using cubic spline interpolation, 
thereby facilitating the comparison with the reference respiratory signals. The signals were then band-pass filtered 
in the same way as done for the reference. The resulting EDR signals are denoted r n( )edr , where the subscript edr 
is given by the signal considered, i.e., edr ∈ {r, rs, p, k, up, dw, θ, sr, cm, a}.
Performance measures. Respiratory rate. The EDR signals are evaluated with respect to respiratory rate, 
denoted f(k), computed using the method described in13. The method involves the following three steps: PSD 
estimation, peak-conditioned averaging, and respiratory rate estimation. A subscript is added to f(k), either th, ab, 
or na, depending on the reference respiratory signal considered. The notation f k( )edr  is used when estimated from 
an EDR signal, e.g., f k( )rs  indicates that the respiratory rate is estimated from r n( )rs .
The relative error in the estimation of the respiratory rate, denoted e k( )fedr , is always calculated using r n( )th
k( )  as 
reference, and is defined by 

e k
f k f k
f k
( )
( ) ( )
( )
100
(1)
f
th edr
th
edr
=
−
× .
Wave morphology similarity. The similarity between EDR and reference respiratory signals is evaluated using 
cross-correlation and spectral coherence. In the k-th segment, the absolute maximum cross-correlation, denoted 
∣ρ(k)∣, is computed within  ± 3 s. The mean time-frequency (TF) coherence, denoted γ k( )r , is computed within 
the respiratory band b(k) using the method described in48. The mean TF coherence is used to reduce the effect of 
nonstationarities in each segment.
In all datasets, r n( )th
k( )  is used as reference signal. In the Sleep dataset, two additional reference signals, r n( )ab
k( )  
and r n( )na
k( ) , are used to evaluate similarity. Thus, ∣ρ(k)∣ and γ k( )r  are also computed between r n( )th
k( )  and r n( )ab
k( )  as 
well as r n( )th
k( )  and r n( )na
k( ) .
Cardiorespiratory interactions. An important parameter when investigating different diseases and conditions 
such as stress and sleep disorders is the amount of information transferred from respiration to heart rate1,6,49,50. 
For example, studies have shown that during apnea the respiratory modulation of the HRV, known as respiratory 
sinus arrhythmia, is attenuated4,6,51. With this in mind, the goal is to determine if the EDR can be used to identify 
attenuation in cardiorespiratory interactions.
This information is quantified not only for the reference respiratory signals but also for the EDR signals using 
two novel approaches; the partial TF method52 and the transfer entropy obtained using the information decom-
position method49. The reason for selecting these two approaches relies on the fact that partial TF deals with 
nonstationarities in the signals and quantifies the coherence between the signals, while transfer entropy explores 
causality and predictability of the tachogram using the respiratory signal as an independent variable.
Partial time-frequency. This method analyzes and interprets systems characterized by two single-inputs and a 
single-output under nonstationary conditions, using a non-parametric, multivariate quadratic TF representation 
proposed in48. It uses the TF coherence function to decompose the spectrum of the single-output into two spectra 
reflecting the contributions of the two single, uncorrelated inputs. This method was used in52 to quantify the 
influence of heart rate variability (HRV) on QT interval variability, but here to quantify the cardiorespiratory 
coupling as the contribution of respiration to the TF spectrum of the tachogram. This contribution, denoted 
k( )xyγ , is quantified by the mean TF coherence between the tachogram and the respiratory signal of the k-th seg-
ment in the signal. Details on this approach and its implementation can be found in52.
The relative error in the estimation of the mean TF coherence is calculated using r n( )th
k( )  as reference, and is 
defined by 
γ γ
γ
=
−
× .γe k
k k
k
( )
( ) ( )
( )
100
(2)
xyth xyedr
xyth
edr
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Transfer Entropy. Transfer entropy was computed using information dynamics, being a framework derived from 
the field of dynamical information theory. Using information dynamics, the amount of information stored in a 
system and the information transferred from one system to another (i.e. respiration to heart rate) is estimated. 
In this work, the focus is on the information transferred from x to y, referred to as transfer entropy Tx→y; x is the 
respiratory signal, and y the tachogram. The larger the amount of information transferred from respiration to 
heart rate, the larger is the transfer entropy.
A method to quantify Tx→y in cardiorespiratory analysis was proposed in49. This method links information 
theory and predictability, resting on the assumption that x and y are jointly Gaussian. With this assumption, it is 
possible to describe their dynamics using a linear vector, autoregressive model of order p, determined using the 
Akaike information criterion. In this way, Tx→y can be linked to the error probabilities of an autoregressive model, 
with heart rate and respiration as the dependent and independent variables, respectively.
The relative error in the estimation of the transfer entropy of the k-th segment, is calculated using r n( )th
k( )  as 
reference, and is defined by 
e k
T k T k
T k
( )
( ) ( )
( )
100
(3)
T
th edr
th
y y
y
edr
=
−
× .
→ →
→
Statistical analysis. The performance is evaluated at different noise levels, quantified by q(k). This separation 
shows the effect of noise on EDR signal morphology and cardiorespiratory parameters, being evaluated using 
the Kruskal–Wallis test with α = 0.05. A multicomparison test with Bonferroni correction was used whenever 
required.
Using the Sleep dataset, similarity and relative errors are evaluated for normal activity and apnea events. 
Again, the Kruskal–Wallis test is used with α = 0.05 and a multicomparison test with Bonferroni correction.
The relationships between, on the one hand, the similarity and the relative errors ef(k), eγ(k), and eT(k), and, 
on the other hand, the spectral characteristics b(k) and m(k) of the respiration, are evaluated using both Pearson’s 
and Spearman’s correlation coefficients.
Results
Figure 3 shows two examples of respiratory signals of high-quality ECG segments of the Sleep dataset. These 
examples illustrate the difference in bandwidth of the reference respiratory signal, rth(n) and modes of the respira-
tory spectrum, quantified by b(k) and m(k).
To evaluate the performance, b(k) was divided into ranges to differentiate between narrow- and broadband 
respiratory spectra. Table 1 presents the percentage of segments per dataset belonging to each range. Most seg-
ments are contained in 0.1 Hz  < b(k) ≤ 0.5 Hz. About 36% of the segments in the Sleep dataset have a b(k) ≤ 0.2 
Hz, which was expected since more regular respiration is typical during sleep. This is also observed in Fig. 2. 
Moreover, for the Drivers dataset, 21.7% of the segments are characterized by a bandwidth larger than 0.5 Hz, 
probably explained by poor-quality recordings or drivers constantly moving and speaking while driving43. This 
observation is supported by the result that the bandwidth was on average 0.26 Hz during the first 15 min when the 
drivers were relaxed with the car in idle, while the bandwidth increased to 0.45 Hz during driving.
Concerning m(k), there was a significant difference between all datasets, being on average, 4.29 ± 2.10, 
3.73 ± 1.71, and 2.93 ± 1.48 for the Drivers, Fantasia, and Sleep datasets, respectively.
Time (s) Time (s)
(a) (b)
Figure 3. Examples of the reference respiratory and EDR signals computed from two high-quality (q(k) = 100) 
segments of the Sleep dataset. Only the EDR signals with the best and worst wave morphology approximations, 
for these examples, are shown. (a) Segment during deep sleep with b(k) = 0.08 Hz and m(k) = 1. Correlation 
and coherence were highest for r n( )k , i.e., ∣ρ∣ = 0.88 and 0 98rγ = . , and worst for r n( )a , i.e., ∣ρ∣ = 0.60 and 
0 82rγ = . . (b) Segment with an OSA event with b(k) = 0.57 Hz and m(k) = 5. Correlation and coherence were 
highest for r n( )k , i.e., ∣ρ∣ = 0.66 and 0 79rγ = . , and worst for r n( )a , i.e., ∣ρ∣ = 0.47 and 0 45rγ = . . The signal r n( )k  
was inverted to facilitate visualization.
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The relationship between b(k) and m(k) of the respiratory signals and the five performance measures will be 
presented at the end of this section. First, the performance measures will be discussed.
The ECG signal quality was assessed for all three datasets, resulting in that 2.4%, 3.1%, and 6.1% of the seg-
ments were identified as low-quality in the Drivers, Fantasia, and Sleep datasets, respectively. The number of 
aberrant QRS complexes per segment were different between low- and high-quality segments in all datasets. On 
average, segments with q(k) ≤ 80 had 7 ( ≈ 10% per segment) QRS complexes removed from the analysis, while 
high-quality segments had on average 2 ( ≈ 3% per segment) aberrant QRS complexes. An important obser-
vation is that the distributions of the number of segments removed from low- and high-quality segments were 
right-skewed, with skewness equal to 2.5 and 4.1, and median values of 3 ( ≈ 7% per segment) and 0, respectively. 
This suggests that q(k) captures changes in the ECG morphology that could be related to noise and artifacts, and 
that the excluded QRS complexes in the high quality segments are in minority.
One of the reasons to include the apnea dataset was to evaluate if abrupt changes in the respiratory pattern, 
like those observed during apneas, affect the estimation of the respiratory parameters. This can be related to either 
the fact that the morphology of the QRS complexes is affected beyond acceptance, or to the low sensitivity of the 
Bandwidth (Hz)
Number of Segments (%)
Drivers Fantasia Sleep
b(k) ≤ 0.1 4.6 1.4 9.1
0.1 < b(k) ≤ 0.2 9.9 7.3 27.1
0.2 < b(k) ≤ 0.3 14.3 26.8 44.7
0.3 < b(k) ≤ 0.4 26 38.8 13.7
0.4 < b(k) ≤ 0.5 23.5 18.6 3.9
b(k) > 0.5 21.7 7.1 1.5
Table 1. Bandwidth of segmented respiratory signals.
Type of event
Normal OSA CEN OSH HPA MIX
# aberrant  
QRS complexes 2 ± 5 2 ± 4 2 ± 3 2 ± 5 2 ± 3 3 ± 3
∣ρ∣ 0.71 ± 0.2 0.54 ± 0.17* 0.58 ± 0.18* 0.64 ± 0.18* 0.66 ± 0.17* 0.45 ± 0.18*
γr 0.68 ± 0.24 0.49 ± 0.18
* 0.55 ± 0.20* 0.58 ± 0.20* 0.63 ± 0.20* 0.39 ± 0.19*
ef 3.8 ± 9.4 3.6 ± 8.7 3.2 ± 7.1 4.7 ± 10* 3 ± 8.3 3.6 ± 9.4
eγ 23.1 ± 30.8 28.4 ± 34. 2* 26.6 ± 30. 6* 25.6 ± 32. 2* 26.6 ± 30. 4* 31.3 ± 32. 9*
eT 101 ± 372 109.8 ± 332* 80.9 ± 148 115.4 ± 344 83.7 ± 259 76.7 ± 132*
Table 2. Mean and standard deviation of the performance measures for normal and apnea events. Values of ∣ρ∣ 
and γr  were obtained using r n( )sr , and relative errors were obtained using rth(n) as reference and are indicated in 
%. *Significantly different from normal events.
Figure 4. Errors in the estimation of the respiratory rate for high- and low-quality ECG segments.
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EDR to capture those changes. In order to study this, the number of QRS complexes removed from segments 
containing apneas was compared to the number removed from normal segments (see Table 2).
Respiratory rate. The estimation errors of the respiratory rate are shown in Fig. 4. The errors associated with 
the Sleep dataset were significantly lower than those associated with the other two datasets, while the errors asso-
ciated with the Drivers set were the largest (p < 0.05). When looking at each dataset separately, the lowest errors 
were obtained using r n( )rs , r n( )dw , θr n( ) , r n( )sr , and r n( )cm  for the Drivers dataset, and r n( )p , r n( )k , r n( )dw , θr n( ), and 
r n( )sr  for both the Fantasia and Sleep datasets.
In the Sleep dataset, the estimation errors determined during normal activity were compared to those during 
apneas and presented in Table 2. Only errors obtained for r n( )sr  are indicated, but they are similar to those 
obtained for all other EDR signals. In general, the errors were significantly higher (p < 0.05) during OSH than 
during normal activity.
Regardless of the estimation error observed during OSH and normal activity, the estimated respiratory rates 
could discriminate (p < 0.05) normal activity from OSA, CEN, HPA, and MIX events, see Figure 5 where the 
results for rth(n) and r n( )sr  are shown. Similar results were obtained for all EDR signals but only those of r n( )sr  are 
indicated. The lowest respiratory rates were observed during central events (CEN) for both the reference and 
estimated respiratory signals.
The agreement between the reference and estimated respiratory rates was also evaluated at different rates. For 
illustration purposes, only the results obtained for r n( )rs , r n( )dw , r n( )sr , and r n( )cm  are indicated in Fig. 6, but the 
Normal OSA CEN OSH HPA MIX
Figure 5. Respiratory rate f(k) and cardiorespiratory parameters γ k( )xy  and Tx→y(k), estimated using rth(n) and 
r n( )sr  for normal activity and different respiratory events. Significant differences with respect to normal activity 
are indicated by *.
Figure 6. Difference between the reference and estimated respiratory rates, namely f k f k( ) ( )th edr− , where f k( )edr  
was computed from r n( )rs , r n( )dw , r n( )sr , and r n( )cm . Differences are given in Hz. Each row corresponds, from top 
to bottom, to the Drivers, Fantasia, and Sleep datasets. For each case, the least-squares regression line is 
indicated by a solid line.
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results are similar to those obtained for 
r n( )p  and r n( )k . The least-squares regression line is indicated for each case. 
For this comparison, a distinction was made between broad- and narrowband respiratory signals using a thresh-
old of b(k) = 0.3 Hz. Note that for lower rates, the EDR signals tend to overestimate the rate since >f k f k( ) ( )edr th . 
The opposite is observed for higher rates. The estimation error, however, is larger at wider bandwidths. The rela-
tive errors in the estimation of the respiratory rate were evaluated for different ranges of fth(k), and the tendency 
towards larger errors when fth(k) < 0.1 Hz and fth(k) > 0.4 Hz was present in all EDRs. These errors were 
1.93 ± 0.15% for fth(k) < 0.1 Hz, 0.07 ± 0.04% for 0.1 ≤ fth(k) < 0.2 Hz, 0.04 ± 0.02% for 0.2 ≤ fth(k) < 0.3 Hz, 
0.06 ± 0.03% for 0.3 ≤ fth(k) < 0.4 Hz, and 0.42 ± 0.07% for fth(k) > 0.4 Hz.
Wave morphology similarity. The distribution of ∣ρ∣ and γr  for each dataset is shown in Fig. 7, together 
with those of rab(n) and rna(n) for the Sleep dataset. No significant difference between ∣ρ∣ and γr  was found in the 
Drivers dataset, while ∣ρ∣ was significantly higher than rγ  for all EDR signals in the Fantasia and Sleep datasets.
In the Sleep dataset, the correlation was highest between rab(n) and rth(n) since they both correspond to res-
piratory effort, while the correlation between rna(n) and rth(n) was comparable to that of the EDR signals. On the 
other hand, the coherence between the reference respiratory signals was significantly larger than those obtained 
for the EDR signals. Note that the similarity in the low-quality ECG segments was low also for the reference 
respiratory signals. This suggests that the SQI actually identifies movement artifacts not only affecting the ECG 
signals but also the respiratory signals.
A comparison of high- and low-quality segments with q(k) ≤ 80 was performed for each EDR signal inde-
pendently. As expected, similarity was lower for low-quality segments, however, the lower similarity was signifi-
cant (p < 0.05) for both the Fantasia and the Sleep datasets, while it was only significant for r n( )dw , r n( )θ , and r n( )sr  
for the Drivers dataset. When comparing datasets, ∣ρ∣ and γr  were lowest (p < 0.05) for the Drivers dataset for all 
EDR signals. In contrast, similarity was highest in the Fantasia dataset for all EDR signals, except for r n( )r  and 
r n( )a . The EDR signal most sensitive to noise was r n( )k , followed by r n( )r , r n( )p , and r n( )up . These EDR signals 
achieved the largest Spearman correlation (0.25) between both ∣ρ(k)∣ and k( )rγ , and q(k).
The similarity measures were also analyzed for different ranges of breathing rate. As with respiratory rate esti-
mation, worse wave morphology approximation was obtained for segments with fth(k) closer to 0.1 Hz or 0.4 Hz. 
In these ranges, ∣ρ∣ and γr  were lower than 0.3, while for 0.1 ≤ fth(k) < 0.4 Hz mean values were always larger than 
0.6.
The relationship between the similarity measures and the cutoff frequencies of the high-pass filter used for 
baseline removal was investigated. These frequencies were 0.1 Hz, 0.3 Hz, 0.5 Hz, and 1 Hz. The original ECG 
signal and the filtered versions were used to approximate the respiratory wave morphology. The similarity meas-
ures were lowest when no baseline wander was removed and highest when the cutoff at 1 Hz was used. It is impor-
tant to mention that no difference was found between the similarity measures obtained using 0.5 Hz and 1 Hz as 
cutoff frequencies. For example, ∣ρ∣ and rγ  values for segments in the Sleep dataset, without baseline removal, 
were 0.71 ± 0.13 and 0.67 ± 0.16, respectively. After removing the baseline wander using cutoff frequencies of 0.1 
Figure 7. Similarity measures for all datasets and all EDR signals with respect to rth(n). The indices n were 
removed to facilitate visualization, i.e., rth(n) = rth. The similarity between rth(n) and both rab(n) and rna(n) are 
indicated in the shaded boxes. *Indicate that ∣ρ∣ and γr  are significantly different for all EDR signals.
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Hz, 0.3 Hz, 0.5 Hz, and 1 Hz, ∣ρ∣ values were 0.76 ± 0.1, 0.81 ± 0.1, 0.81 ± 0.1, and 0.82 ± 0.1, respectively. Values 
of γr  were 0.67 ± 0.1 without baseline removal, and 0.70 ± 0.1, 0.74 ± 0.1, 0.76 ± 0.1, and 0.76 ± 0.1, using the 
aforementioned cutoff frequencies. As can be seen, baseline wander removal improves the results since it 
enhances the morphological changes modulated by the respiration.
A separate analysis was performed to evaluate if the EDR signals capture ECG baseline information. To this 
end, the baseline was computed using a cutoff frequency of 0.5 Hz and the EDR signals were computed using the 
original ECG signals (i.e., before applying the baseline removal step). The similarity measures ∣ρ∣ and rγ  were then 
computed between the baseline and the different EDR signals, and values of 0.32 ± 0.15 and 0.37 ± 0.17 were 
obtained for all EDR signals, respectively. Similar ∣ρ∣ and γr  values were obtained between the baseline wander 
and the reference respiratory signal, namely, 0.34 ± 0.13 and 0.38 ± 0.12, respectively. These results suggest a 
weak relationship between the baseline wander and the respiratory modulation of the ECG. In other words, the 
effect of respiration on the ECG signal goes beyond the baseline wander.
In the Sleep dataset, there was a distinction between the similarity during normal activity and apnea events. 
Correlation and coherence were significantly lower for all EDR signals during OSA and MIX and significantly 
larger during normal activity (Table 2).
In order to determine if the similarity was affected negatively by the number of excluded QRS complexes 
per segment, the correlation between this number and the wave morphology similarity was computed for the 
high-quality segments. Correlation values for all datasets together and all EDR signals were  − 0.04 ± 0.01, con-
firming that the estimation of wave morphology is not affected by the few ( ≃ 2 for q(k) > 80) excluded QRS 
complexes.
After comparing ∣ρ∣ and γr  for high-quality segments, the EDR signals which best captured the respiratory 
changes in time and frequency were r n( )rs , r n( )dw , r n( )θ , r n( )sr , and r n( )cm  for the Drivers dataset, and r n( )p , r n( )k , 
r n( )dw , r n( )θ , r n( )sr , and r n( )cm  for both the Fantasia and the Sleep datasets. The signal with the worst performance 
was r n( )a , with similarity measures significantly lower than for all other EDR signals in all three datasets.
Cardiorespiratory interactions. The estimation errors related to cardiorespiratory interaction, quantified 
using γ k( )xy  and Tx→y(k), were evaluated at high signal quality, i.e., q(k) > 80.
The average estimation error of Tx→y(k) was 50% for all EDR signals and datasets, while the average error of 
γ k( )xy  was 20%. For k( )xyγ , the largest errors (p < 0.05) in all datasets were obtained for r n( )a , while the lowest 
errors were obtained for r n( )dw  and θr n( ) in the Drivers dataset, r n( )rs , r n( )up , r n( )dw , θr n( ) , r n( )sr , and r n( )cm  for the 
Fantasia dataset, and r n( )dw , θr n( ), and r n( )sr  for the Sleep dataset. Concerning the estimation of Tx→y(k), the largest 
errors in all datasets were obtained for r n( )cm , and the lowest errors were obtained for r n( )p , r n( )k , r n( )dw , r n( )θ , and 
r n( )a  for the Fantasia dataset, and by r n( )sr  and r n( )a  for the Sleep dataset. In the Drivers dataset, all errors were 
comparable, except those of r n( )cm , and no significant difference was found between them.
The relative estimation errors in cardiorespiratory interactions were evaluated for different types of apneas and 
respiratory signals, and the lowest errors were obtained for r n( )rs , r n( )p , r n( )k , r n( )dw , and r n( )sr . The errors between 
the cardiorespiratory parameters estimated using r n( )sr  and r n( )th  are presented in Table 2. These errors were sim-
ilar to those obtained between r n( )sr  and rab(n). When the nasal airflow was used as reference, the errors almost 
doubled for the obstructive events, which could be explained by the fact that the respiratory effort continues 
during obstructive apneas, while the airflow is completely interrupted. The errors for normal and segments with 
central apneas remained the same.
Respiratory Rate Wave Morphology Cardiorespiratory Interactions
RankDrivers Fantasia Sleep Drivers Fantasia Sleep Drivers Fantasia Sleep
high low high low high low high low high low high low high low high low high low high low
r n( )r 0 0
r n( )rs X X X x 3 1
r n( )p X X X X 4 0
r n( )k X X X X 4 0
r n( )up X 1 0
r n( )dw X X X x X X X x X X X x 9 3
r n( )θ X X X x X X X x X X X x 9 3
r n( )sr X X X x X X X X X x 8 2
r n( )cm X x X X X x X 5 2
r n( )a 0 0
Table 3. Best performing EDR signals for different experiments and datasets. Results are indicated for the 
high (q(k) > 80) and low (q(k) ≤ 80) quality segments. The marked signals correspond to those with the lowest 
(p < 0.05) errors, additionally, no significant difference was found among those marked. The rank indicates the 
number of experiments for which the signal performed best.
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Both k( )xyγ  and Tx→y(k) were able to identify respiratory events (Fig. 5). In other words, their absolute values 
were significantly larger (p < 0.05) for normal activity than for apnea events, capturing “weaker” cardiorespira-
tory interactions during apnea events. This effect was observed for all EDR signals except for r n( )a .
Table 3 presents the EDR signals that achieved the highest similarity and the lowest estimation errors in the 
different datasets. The marked signals produced results that were not significantly different (p > 0.05) among 
each other but were significantly different (p < 0.05) than those produced by the signals not indicated in the table. 
Results are indicated for the high- and low-quality segments. In 6 out of the 9 experiments, there was no signifi-
cant difference between the estimated errors produced by the different EDR signals in the low-quality segments.
Relationship with the spectral properties of the respiration. The relationship between the five per-
formance measures and the spectral characteristics (b(k) and m(k)) of the respiratory signal was evaluated using 
Pearson’s and Spearman’s correlation coefficients. All results were comparable for both coefficients and for all 
EDR signals, except for r n( )a , where correlation values close to 0.1 were achieved for all parameters. For the other 
9 EDR signals, the average correlation coefficients between the similarity measures and b(k) and m(k) were  −0.5. 
These results suggest a weak inverse linear relationship between the spectral complexity of the reference signal 
and its morphologic approximation. Concerning the relationship between the respiratory rate, cardiorespiratory 
interactions, and b(k) and m(k), a weak one was observed with correlation coefficients lower than 0.4.
Discussion
In total, 10 EDR algorithms were compared in 3 datasets and 3 different tasks (i.e., 9 experiments). The EDR sig-
nals that performed best in at least 5 experiments and in high quality segments were r n( )dw , r n( )θ , r n( )sr , and r n( )cm  
(Table 3). On the other hand, r n( )a  produced the worst results in all experiments, whereas r n( )r , r n( )rs , r n( )p , r n( )k , 
and r n( )up  achieved intermediate performance in different experiments but were outperformed by the 4 best EDR 
signals earlier mentioned. Even though those 4 signals were the most consistent with respect to the approxima-
tion of wave morphology, respiratory rate, and cardiorespiratory interactions, there are some considerations that 
need to be taken into account when selecting an EDR signal for a particular task, namely the expected level of 
noise and the type of respiratory dynamics.
Concerning the estimation of respiratory rate, r n( )dw , θr n( ), and r n( )sr  consistently produced the lowest errors 
for all 3 datasets. The estimated errors were smaller when the respiratory rate was between 0.1 Hz and 0.4 Hz. This 
is in agreement with previous studies that reported that the estimation of respiratory rate works better within this 
range53,54. The errors also increased with bandwidth and modes of the power spectrum of the reference respira-
tory signal (Fig. 6), but were the lowest when compared against the other EDR signals. For example, r n( )rs  and 
r n( )sr  were found to be more robust than r n( )r , as shown in55, and than r n( )p  and r n( )k  when broadening the respira-
tory bandwidth, as shown in this study. This represents a disadvantage of PCA methods since they are not only 
sensitive to outliers but also to the complexity of the reference respiratory signal. The errors were largest in the 
Drivers dataset and lowest in the Sleep dataset, with intermediate values for the Fantasia dataset. Although sub-
jects in the Fantasia dataset were "at rest" in a supine position, they were still awake. This means that their respira-
tory patterns were more complex due to various respiratory and cardiac modulators that act during wake periods4. 
This was confirmed by the spectral parameters, namely b(k) and m(k), which were larger in the Fantasia dataset 
than during sleep (see Fig. 2(d)). Furthermore, a weak inverse relationship was found between these parameters 
and the estimation errors, which could explain the tendency to larger errors in the Fantasia dataset.
The lowest correlation and coherence were observed in the Drivers dataset, containing generally higher noise 
levels. Even though subjects had some minutes of relaxation before driving, these periods were not completely 
stress-free. Subjects were still moving around and some discomfort was observed during the recording of the 
signals43. As a result, the morphology of the ECG is affected not only by respiratory modulation but also by move-
ment, thereby reducing the performance of the EDR signals.
The SQI of the Sleep dataset was significantly lower than that of the Fantasia dataset although larger than 
for the Drivers dataset. This could be explained by the effect apneas have on the morphology of both ECG and 
respiratory signals6. Despite these morphological ECG changes, the proposed procedure to identify aberrant 
QRS complexes was able to detect these changes as normal since no difference between the number of excluded 
complexes was found between normal and apnea segments.
When combining all datasets, the strongest relationship between similarity and signal quality was observed for 
r n( )r , r n( )p , r n( )k , and r n( )up , suggesting that these algorithms are the most sensitive to poor signal quality. The 
results obtained in the Fantasia dataset were compared to those reported in32, where two models were used to 
extract the EDR on the same dataset. One model was based on Gaussian processes (GP) and another on phase 
space reconstruction (PSR). The same parameter ∣ρ∣ was used in32 to evaluate performance and mean values of 
0.703 and 0.643 were obtained for all 40 subjects using the GP and PSR, respectively. In this study, similar values 
of ∣ρ∣ were obtained for r n( )dw , θr n( ), and r n( )sr , namely, 0.717, 0.708, and 0.708, respectively. The advantage of the 
methods evaluated in this work is that they do not assume independence as in GP and do not require the defini-
tion of an embedding as in PSR.
The similarity measures were also computed between the respiratory effort measured around the thorax and 
the other two respiratory signals available in the Sleep dataset, namely, the respiratory effort around the abdomen 
and the nasal airflow. As expected, the correlation between the two effort signals were highest, while the correla-
tion between rth(n) and rna(n) was comparable to the ones obtained between rth(n) and most of the EDR signals. 
This can be explained by the fact that the effort might still be present during obstructive events, whereas the air-
flow is completely interrupted. Spectral coherence demonstrated that the different EDR signals achieved results 
comparable to those obtained with the reference respiratory signals, suggesting that spectral information related 
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to respiratory effort can be accurately extracted from the morphological changes of the ECG10. If the airflow needs 
to be analyzed, as typically done in sleep diagnosis, the use of EDR signals may not necessarily be the best option.
After analyzing the correlation and coherence between the reference respiration and the different EDR signals, 
it was found that the best results were obtained for r n( )dw , θr n( ) , r n( )sr , and r n( )cm , and the worst results were pro-
duced by r n( )a . The signals with the best performance under higher noise levels (i.e. in the Drivers dataset) were 
r n( )rs , r n( )dw , θr n( ), r n( )sr , and r n( )cm . These signals are simple as they are based on amplitudes and slopes around the 
R-waves, offering an advantage over the other techniques. Signals based on PCA, i.e., 
r n( )p  and r n( )k , on the other 
hand, tend to outperform other simpler techniques during quasi-stationary conditions12. However, these methods 
require eigendecomposition of a (kernel) matrix which is computationally demanding. Moreover, PCA-based 
methods are extremely sensitive to outliers56,57 as demonstrated by the poor performance in the Drivers dataset 
(Table 3). It is well-known that the classical PCA solution is optimal from a least-squares perspective, but also 
known to be very sensitive to outliers of low signal-to-noise ratio. Therefore, future work could focus on the 
improvement of PCA-based algorithms by including weighting schemes58 or probabilistic approaches59.
When comparing the performance of PCA and kPCA, it is clear that there is no benefit in using the latter. The 
potential advantage of kPCA was not observed on any of the 3 datasets since its performance was very similar 
to its linear counterpart. This raises the question whether the effect of respiration on ECG morphology is linear 
and nonlinearities are negligible. Nevertheless, this result could be also caused by the wrong model estimation in 
kPCA. Future studies should address this problem.
In addition to analyzing respiratory rate and wave morphology, the quantification of cardiorespiratory inter-
actions, using the tachogram and the EDR signals, was evaluated. These interactions were quantified by the coher-
ence between the signals, denoted γ k( )xy , and the predictability of the tachogram from the EDR, denoted Tx→y(k). 
The errors obtained in both cases indicate that the coherence between the signals can be estimated with, on 
average, errors lower than 0.2 times the reference value. On the other hand, the errors were much larger when 
predictability was estimated. This can be related either to possible delays in the estimation of an EDR signal that 
might affect the construction of the autoregressive model used in the calculation of Tx→y(k), or to poor morphol-
ogy approximation.
In general, the errors in the estimation of cardiorespiratory parameters were significantly larger during apnea 
events than during normal activity for all EDR signals. This can be explained by the fact that during an apnea 
event, in particular during obstructive events, the respiratory effort might still be present while no air is entering 
the lungs. As a result, the information captured by the EDR might be unrelated to respiration, thereby causing 
an overestimation of the cardiorespiratory interactions. In other words, any EDR signal captures the chest move-
ments while the cardiorespiratory information may capture the actual filling of the lungs and its effect on the 
heart rate.
It is worth noting that the information of different EDR signals can be fused in order to improve the estimation 
of the respiratory information. Several fusion methodologies have been proposed in the literature, especially for 
estimating the respiratory rate60. Such fusion has been shown to be more effective when combining EDR signals 
containing complementary (i.e., non-redundant) respiratory information. Future work could focus on evaluating 
whether the fusion of the best-performing EDR signals in this study could result in an increased performance or 
if an improvement could be reached by fusing the worst-performing ones.
Finally, this study evaluated performance on three datasets, recorded with different equipment. The Drivers 
and the Fantasia datasets were collected using “ambulatory” systems, while the Sleep dataset was recorded using 
polysomnography. This means that r n( )dw , r n( )θ , r n( )sr , and r n( )cm  produced the best results not only during differ-
ent physiological conditions but also for different recording systems. However, before concluding which signals 
can be used interchangeably the following considerations need to be taken into account. On the one hand, r n( )cm  
requires R- and S-wave delineation, and additional computations to quantify the changes in the morphology of 
the interval between these two fiducial points by means of the 4th order central moment. On the other hand, 
r n( )dw , θr n( ), and r n( )sr  only require the detection of the R-wave and a definition of a fixed window around it, which 
makes them computationally simpler than r n( )cm . Therefore, since QRS detection is much simpler that QRS delin-
eation, r n( )dw , θr n( ), and r n( )sr  are selected as the best performing and simplest to compute EDR signals.
Conclusions
This study showed that the simplest methods for derivation of respiratory information, namely methods explor-
ing either morphological changes in the segment between the R-wave and the S-wave or the slope range of the 
QRS complex, can be used to accurately estimate the respiratory wave morphology, respiratory rate, and cardi-
orespiratory information from the ECG. This result is concluded from analyzing different physiological condi-
tions such as periods of relaxation, stress, and both normal and distorted sleep patterns. Furthermore, real life 
conditions like changes in baseline, transients, artifacts and noise were also considered for evaluation. These 
findings are crucial for the development of ambulatory systems that can monitor cardiorespiratory parameters 
using cheap and easy-to-use technology.
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